
Soluble α-klotho was measured in serum using a solid phase sandwich enzyme-linked 
immunosorbent assay (ELISA) (Immuno-Biological Laboratories, Takasaki, Japan) [Yamazaki 
2010]. The minimum level of detectability of the assay is 6.15 pg/mL. The minimum level is below 
the serum concentrations that were found in our study. The inter-assay coefficient of variation 
was 15%.  
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